The fast neutron sensitivity of a Geiger--Müller counter photon dosemeter by the time-of-flight technique.
The time-of-flight technique was used to measure the ratio of the sensitivity of an energy compensated Geiger--Müller counter dosemeter to 5 and 15.5 MeV neutrons, respectively, to its sensitivity to gamma rays (ku value).